/-^ HEWLETT-PACKARD 

® JOURNAL 

jf"^^ TECHNICAl INfOHMATlON FROM THE -hp. LABORATORIES 

IbLISHED by the HEWLEH-PACKARD company, 275 PAGE MILL ROAD, PALO ALTO, CALIFORNIA 



Vol. 7 No. 6 



FEBRUARY, 1936 



Three New -hp- Audio Oscillators 



YEAR after year the simple, reliable -hp- 
R-C audio oscillator remains one of the 
work horses of the electronics laboratory. The 
Hewlett-Packard Company has always taken 
special pride in the R-C oscilla- 
tor and has always striven to 
see that suitable R-C oscillators 



SEE AISO: 

QicillaMr/' p. 4 



are provided for every purpiose. 

The three oscillators shown in Fig. 1 are evi- 
dence of this program. These oscillators are re- 
designs which have been made of three popular 
'hp- instruments to incorporate in these instru- 
ments the latest electrical and mechanical fea- 
tures of the 'hp' line of oscillators- Electrical 
features are described in detail below. Mechani- 
cally, the instruments are lighter in weight than 
their predecessors and are housed in new, 
smaller, more attractive cabinets* The fre- 
quency^ dials are all provided with high-ratio 
rim drives to permit convenient fine- position- 




Fig. L Sew -hp- 201 C, 200 J and 202C Audio Osdllalors take up only 
half the bench space of their predecessors. Two of these oscillators us§ 
the new type of R-C oscillator circuit described in article starting on pg. 4* 



ing of the frequency dials. Rotary switches use 
bar t)pe knobs for ease of switching. 

/, HiGH^OUTFUT HtGH^QUAUTY AUDIO 
fEST OSailAJOR (20 CPS-20 KC) 

The new Model 20 IC oscillator at the left in 
Fig, 1 is designed for testing higher-quality 
audio systems.* The Instrument operates over 
the range from 20 cps to 20 kc and provides a 
maximum of 3 watts into a 600-ohm load. Dis- 
tortion in the output is less than 0.5% at levels 
below 1 watt and less than 1% at levels up to 
3 watts. 

The output circuit is designed so that the 
instrument can be operated either as a low 
source- impedance device or a 600-ohni source- 
impedance device. Fig. 2 shows the output cir- 
cuit arrangement. The output transformer 
feeds through a precision bridgcd-T attenuator 
to the output terminals. To permit the instru- 
ment to be used as a low^ source- impedance de- 
vice, the output attenuator is ar- 
ranged with a zero-attenuation 
position in which the attenua- 
tor is s\^atched completely out 
of the circuit. The output term- 
inals then see the internal impe- 
dance of the amplifier. This im- 
pedance is low, in the order of 
75 oluns below 5 kc, since a sub- 
stantial amount of negative 
feedback is used in the ampli- 
fier. When zero output attenu- 
ation is used, the level of the 

*¥at highest quality sysicmt considirratidn ihdutd 
ilso b? fiven to the supeiljtjve ^hp- ]06A Audio 
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Fig» 2, Bi/jff output ctrcufl arrangetr^eul of Alodei 201 C oscillator. 

SiX'h find red ohm source impedance is obtained with oittpui ail en - 

uatGT sei f&r 20 dh m more. AmpliiSide control permit% contintious 

adjustment of output l^^eL 



output power is adjusted by an am- 
plitude control located at the ampli* 
fier input (Fig. 2). 

The output attenuator itself is 
provided with four 10 db steps (five 
attenuator switch post dons). When 
20 db or more of attenuation is in- 
serted with the attenuator, tiie source 
impedance of the instrument is a 
close match to 600 ohms. Desired 
power levels which may lie between 
the 10 db attenuator steps can be 
selected with the amplitude con- 
troL This arrangement thus provides 
both a 600'Ohni source and selection 
of any desired output from zero to 
0.03 watt while keeping noise at a 
relatively fixed level below the out- 
put signal. 

The amplitude and oucput attenu- 
ator controls, although located in 
different parts of the circuit, are 
made physically concentric in order 
to facilitate selection of the desired 
output level. 
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Fig, 3* Typical frequency measurement arrangement using 

-Ap- 200 J Audio Oscillator to measure difference between 

two higher frequencies, 
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The new 
Model 20 IC 
supersedes the 
former -ftp- 
Model 201B 
which has 
been discon- 
tinued. 

IL 6 CPS-6 KC 

SPREAD-BAND 

OSCMlArOff fOR 

tNTEntOlATiON 

WORK 

There are 
many applica- 
tions where 
an oscillator 
with a large number of cali- 
brated points on its frequency 
dial is required. Most of these 
applications deal with frequency 
measurement work* A typical 
situation, for example, is indi- 
cated in Fig- 3 where the difference 
frequency between two higher fre- 
quencies is to be measured by means 
of lissajous patterns on an oscillo- 
scope. By connecting the 6 cps-6 kc 
spread-band oscillator shown at the 
center in Fig. 1 to the appropriate set 
of defiecting-plates on the oscillo' 
scope, the difference frequency can 
be measured accurately within ± 1%. 
This 1% tolerance represents an in- 
significant error on the overall meas- 
urement in most instances^ since it 
applies only to the difference fre- 
quency and this is usually a smalt 
percentage of the main frequency 
being measured. 

The frequenc}' dial of the spread- 
band oscillator is reproduced in Fig. 
4. The high order of 
definition of the fre- 
quency calibrations 
on this dial is evident. 
To aid in obtaining 
this definition, the fre- 
quency- spread of each 
range of the instru- 
ment has been made 
33:1 instead of the 
10:1 which is usual in 
4tp' oscillators. 

As implied above, the 
calibrations on the 
frequency dial of the 




Fig. 4. Freifueucy dial of 200} 6 cps -6 kc 
oscitiator. Large n timber of calibrated 
dial points simplifies frequency measure- 
ment work. 



Model 200J are accurate within ^1%. 
A special feature of the instrument, 
however, is that it is arranged with 
standardizing controls in the form 
of screwdriver-operated internal ad- 
justments which can be used to 
maintain the long-time accuracy' of 
the frequency' dial. If desired, these 
controls can also be used to obtain 
optimum accuracy^ over any desired 
portion of the dial that might be 
especially useful for a particular 
type of measurement. 

The output circuit of the Model 
200J is designed to provide 10 volts 
to an external load of 600 ohms. The 
internal impedance of the circuit is 
also 600 ohms so that as much as 20 
volts is available open circuit. The 
output system is arranged in the 
same way as that of the -/ip- 202C 
which is described later* 

The new Model 2 00 J supersedes 
the former -ftp- Model 2001. The lat- 
ter has been discontinued. 

///. I CPS.JOO KC 
low FREQUENCY OSCRLATOR 

The instrument at the right in Fig, 
1 is designed with a ver>' wide fre- 
quency range— from 1 cps to 100 kc. 
This wide range enables the instru- 
ment to be used for a wide variet)*^ of 
purposes throughout the sub- audio, 
audio and ultrasonic ranges, but de- 
sign emphasis has been placed on 
making the instrument especially 
suitable for low- frequency purposes. 



The inscrument is thus especially 
suitable for such purposes as a fre- 
quency' source for vibration studies 
and for testing servo, medical and 
geological survey equipment. 

To achieve a high order of per- 
formance at low frequencies^ the in- 
strument uses a special type of R-C 
oscillator circuit whkh is described 
in a separate article in this issue. 

The iostrument will provide a 
maximum output of 10 volts across 
a load of 600 ohms or 20 volts open 
circuit. The frequency' output is 
Stable within ±2% under usual op* 
era ting conditions. The stability tol- 
erance includes warm-up drift, cali- 
bration error and reasonable aging 
of components. Distortion in the 
output is less than 0.5% above 10 cps 
and, because of the special design of 
the circuit, is not influenced by any 
load impedance from open circuit to 
short circuit. 

The output transformers are bal- 
anced within 0J% at the lower fre- 
quencies and the instrument is ar^ 
ranged so that it can be used as a 
balanced source if desired. The out- 
put power is controlled by an un* 
balanced bridged-T attenuator made 
up of variable controls. This attenu- 
ator is arranged, however, so that at 
full output the series arms short and 
the shunt arm opens, thus removing 
the attenuator from the circuit. Un- 
der this condition the output termi- 
nals see the internal impedance of 
the system which has been made 
equal to 600 ohms. The s>stem can 
thus be used as a balanced 600- ohm 
source if desired. In addition, either 
of the output terminals can be 
grounded. 

A special convenience of the in- 
strument is that the circuit recovery 
time after switching ratiges is less 
than 5 seconds even at the lowest fre- 
quencies that the instrument gener- 
ates. 

The 'hp' Model 20 2 C supersedes 
the former Mode! 202B which has 
been discontinued. 

—Brunion Bauer 



SPECIFICATIONS 



MODEL 20 1C AUDIO 
OSCILLATOR 

Fi^^QUEhiCY RANGE: 20 cpi to 20 kc in 
three ranges. 

RANGES: XI 20 cpj to 200 cp* 

X10 200 cpi to 2 kc 
X100 2kcto20fic 

CAUBRATtON ACCURACy: ±1%, Cdl- 
brqiion controls provided for stondord- 
ifing bandi^. 

FkBQUEHCY STABiUTYi rt2% or 0.2 cps 
(whichever U gr^citier) under normal 
fempefofure conditioni pnd inclM^ing 
infttof warmup* aging of companetiH^ 
etc. 

FREQUENCY RESPQNSB: ±1 db over en- 
tire frequ^^ncy range. (I%e Terence 1 kc^) 

OUTPUT i 3 wQtts man. or 42.5 volts tnto 
600 ohm lo^d^ One terminol at ground 
potential. 50 vpitj mOKiFnunr) no-load 
voltage, 

OiSTORTiON; Leij rhnn 1/2%. 50 <pi to 
20 k qt 1 watt outpgt. Less than 1 %, 
20 cps to 20 kc or 3 watts output. 

ATnNUATQR: 0-40 db in 10 db steps- 
concentric amplitude control varies out- 
put continuously zero to moxirnum at 
any attenyator setting. 

INTERNAL IMPEDANCE i Appr<»t, 75 oh mi 
below 5,000 cp} at zero setting of at- 
tenuator. ApproXr 600 ohms entire fre- 
quency ronge with output cttenuotor 
at 10 db or more. 

HUM VOLTAGE: Less fhon 0.05% of rated 
or attenuated output. (Amplitude con- 
trol ot maximum.) 

POWER. 115/230 volJs ±10%, 50/1,000 
cps< approve. 75 watts, 

DIMENSIONS: Cabinet Mount-7TT" wide. 
IIV^' high, 121^^' deep. Rock Mounf— 
19" wide, 7" high, T2" deep. 

WEtGHT: Cobinet Mourft— 16 lbs.; shipping 
weight crpprox. 23 lbs. Rock Mount— 13 
lbs.; shipping weight opprox. 35 lbs. 

PRtCE: ^hp^ Model 20 IC Audio Oscillator, 
Cabinet Moynt, $22500. -hp- Model 
201 CR Audio Oscillator, Rack Mount, 
$230.00. 

MODEL 200J AUDIO 
OSCILLATOR 

PREQUENCr RANGE: 6 tps to 6,000 cps. 
DIAL CALiBRATtONt 2 bands. A: 6 to 20; 

B; 20 to 60. 
RANGE; A X 1 6 to 20 cpt 

B X 1 20 to 60 cpi 

A X 10 60to200ep» 

S X 10 200 to 600 cps 
Ax 100 600 to 2,000 cps 
B K TOO 2.000 Id 6,000 cps 
CAUfiR^^TJON ACCURACY: Hz1%. Cal^ 
brntion controlt provided for standard ^ 
iiing bands, 
FREQUENCY STABiUTY: ±2% or 0.2 cp% 
(whichever is greater) under normal 
temperature conditions and including 
initiol warmup, aging of components, 
efc, 
FREQUENCY RESPONSE: :+:1 db entire 

frequency range (reference 1 kc). 
OUTPUT: 160 mUli watts into 600 ohm 
rated Jo«d, or 10 volts. 20 volts open 
circuit. 



OUTPUT BALANCE: Better tlion 0.1%. Out- 
put is bafonced to ground at maximum 
amplitude setting, (May be operated 
with one side grounded if desired^ 

INTERNAL IMPEDANCE: 600 ohms, 

DISTORT iON: Le« ttran 0.5% entire fre 
quency ronge. Ifid»p«ndent of load 
impedance. 

HUM VOLTAGE: Less than 01% of foted 
outputs Decreases as output is attenu- 
ated. 

POWER: 115/230 volts, rt10%, 50/1,000 
cps, apprax. 110 watts^ 

DiMENSlONS: Cabinet Mount— TH" wide, 
MW high, 14^41'' deep. Reck Mount— 
IP" wide, 7" high, \2W deep. 

WEIGHT: Cabinet Mount-23 lbs.; shipping 
weight oppfox. 29 lbs. Rack Mount— 
25 Jbs.j shipping weight opprox. 42 Ebs. 

PRICE: ^hp- Model 200 J Audio Oscillator, 
Cabinet Mount, 6 cps 6 kc, $275,00. 
-ftp Model 200JR Audio Oscillator, 
Hack Mount, 6 cps 6 kc, $2^0.00. 



MODEL 202C LOW FREQUiNCY 
OSCILLATOR 

FREQUENCY RANGE: 1 cps to 100 kc In 
five ronges. 

RANGES: XI 1- 10 cps 

XIO 10^ 100 cps 
XI 00 100^1000 cps 
Xlk U lOkc 

XlOk 10^ too kc 

ACCURACY: ±2% under normal ambient 
temperature conditions, including call- 
brntion error, wormup, changes due to 
oglng of components^ tubes, etc. 

FREQUENCY RESPONSE: ±1 db entire fre- 
quency ronge (reference 1 kc). 

OUTPUT: 1 60 milliwatts ini& 600 ohm rated 
load, Of 1 volts. 20 voll^i open circuit. 

OUTPUT BALANCE: Better than 01% at 
lower Frequencies and approximately 
1% at 100 kc. Output is balanced to 
ground at moximiim amplitude leN 
ting^ (May be operated with one side 
grounded if desired.) 

INTERNAL (MPEDANCE: 600 ohms. 

DISTORTION: Lets than 0.5% obove 10 
cps. Independent of load impedonce. 
less than 3% at 1 cps. 

HUM VOtTAGf: Less thon 0-1% of roted 
output. Decreases as output h often u- 
ot&d. 

RfCOVfRy TIME: Less thon 5 seconds at 
1 cps. 

POWER SUPPLY: 115/230 volts, ;tlO%, 
50/1,000 cps, approximately 1 1 watts. 

DIMENSIONS: Cobinet Mount-7!^" wide, 
^]^t" high, 13!%" deep. Rack Mount— 
19" wide, 7" high, T4'4" deep. 

WEiGHTi Cabinet Mount— 27 lbs,; ihipping 
weight approx. 34 lbs. Rack Mount— 
29 lbs.; shipping weight opprox. 44 Ibi, 

PRICE, hp- Model 20 2 C Law Frequency 
Osclllotor, Cabinet MoiJnt, $300.00. 
-hp- Model 202CR tow Frequency Oscil- 
lator, Rack Mount, $305.00, 

All prices f.o.b. f^aTo Alfo, Colifornia^ 
Dat4 lubjecf to change without notin. 
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THE -hp- BALANCED R-C OSCILLATOR CIRCUIT 



THE 'hp' Model 200CD 5 q>s-600 
kc audio oscillator which was in- 
troduced several years ago used an 
interesting new type of R-C oscilla- 
cor circuit which has come to be 
known as the -hp- balanced R-C au- 
dio oscillator circuit. This same basic 
circuit is used in the new -hp- Mod- 
els 200J and 20 2C described else- 
where in this issue. 

The balanced R*C oscillator oiFers 
a number of advantages^ especially 
for low*frequency operation. These 
can be summarized as follows: 

• The circuit is balanced and a 
balanced output can be derived 
directly from it. 

• At low frequencies the ballast 
element introduces less second 
harmonic distortion than in the 
conventional single-ended cir- 
cuit. 

• The eflFect of insulation leakage 
resistance is decreased in cer- 
tain circuit locations. 

• The oscillator has essentially a 
zero- impedance output and may 
therefore be loaded directly 
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(without a buffer amplifier) 
with little or no reaction. 

CIRCUIT DESCRIPTIONT 

Consider first the conventional 
single-ended R-C oscillator circuit 
shown in basic form in Fig. L In this 
circuit the frequency -deter mining 
network in the positive feedback 
path has voltage-dividing and phase 
characteristics like those shown in 
Fig, 1(b). When the network is used 
with an amplifier with 360' phase 
shift, the voltage on the grid of the 
first amplifier tube will be rein- 
forced by the output of the network 
so that osciUatioo will occur if the 
gain of the amplifier is sufficient. 
The phase characteristic of the net- 
work restricts the operating fre- 
quency to f,,, which is also the fre- 
quency at which maximum output 
is obtained from the network. 

A second important part of the 
single-ended oscillator is the net- 
work Rf and Rl, These resistances 
form a negative feedback path for 
the circuit. The resistance R^ is a 
small tungsten-filament lamp whose 
resistance increases with level This 
lamp varies the a- 
mount of feedback in 
accord a nee with the 
amplifier output level 
so as to keep con- 
stant the amplitude 
of oscillation at a level 
which maintains cir- 
cuit operation on a 
linear portion of the 
amplifier transfer 
characteristic* Since 
linear operation is al- 
ways maintained^ the 
oscillator inherently 
has low distortion. 
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bALANCED OSCILLATOR 

The basic arrange- 
ment of the new bal* 
anced oscillatorcirctiit 
1% shown in Fig* 2, 
Thi^ circuit is diilt^r- 
ent in several respects 



from the circuit shown in Fig. L 
First, the voltage division in the fre- 
quencj' -determining network is now^ 
i instead of }. Second, the circuit is 
floating instead of single-ended. 
Third, the outputs of the f requencj- 
determining and amplitude control 
networks are operated into a bal- 
anced amplifier instead of a single- 
ended amplifier. Fourth, no d-c cur- 
rent is passed through the lamps. 
(Two lamps are used instead of one 
merely to achieve the proper voltage 
division,) 

Assuming that the circuit is oscil* 
lating, its operation can be described 
as follows. The amplitude of oscilla* 
tion will be such that the total resist- 
ance Rl of the lamps will be slightly 
less than the resistance of Rp- This 
means that the grid of V] will be ex- 
cited by a small fraction of the out- 
put of amplifier B which is out of 
phase with the output of amplifier 
A, The output of amplifier A will be ( 
slightly larger than the output of 
amplifier B so that the grid of V^ will 
be excited by a small fraction of the 
output of amplifier A. Since the out- 
puts of amplifiers A and B are out of 
phase, the grids of V] and V- are ex- 
cited wth out^of -phase voltages, as 
they must be to sustain oscillations. 
The amplifiers themselves introduce 
180" phase shift so that the output 
of each amplifier is of proper phase 
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Fig. 2, B^^jc arrmigenteut of -hp- balanced R-C oscillaior. 



lo reinforce the input of the oppo- 
site amplifier. 

Should the amplitude of oscilla- 
tion tend to increase or decrease, the 
resistance of the lamps will tend to 
increase or decrease in such a way as 
to decrease or increase the drive on 
Vi. This action will thus decrease or 
increase the drive on V2. In this way 
the amplitude of osciilation will be 
maintained constant. 

BALLAST LAMP PERFOItMANCi 

One of the factors that determines 
the lowest frequency' at which an 
R-C oscillator can satisfactorily be 
operated is the thermal time con- 
stantof the lamp. As the oscillator is 
tuned to lower and lower frequen- 
cies, a point IS eventually reached 
where the lamp resistance tends to 
follow the individual variations of 
the a-c cycle. The frequency^ at 
which this effect occurs depends on 
a number of factors but is typically 
in the vicinity of 1-10 cps. 

The effect of a varying lamp re- 
sistance is to introduce distortion in 
the generated signal when the varia- 
tion is small and to cause both dis- 
tortion and unstable operation as 
the variations become larger. 

It is interesting to note that a 
given lamp will produce no second 
harmonic distortion and can there- 
fore be operated to significantly 
lower frequencies if no d-c is passed 
through the lamp. Consider first the 
case where d-c is passed through the 
lamp. The total current through the 
lamp then consists of some a-c cur- 



rent from the output 
combined with the d-c 
and a-c components of 
the first amplifier 
tube*s space current. 
The two a*c compo- 
nents have the same 
f requeue)' and phase 
and can be combined. 
The current through 
the lamp is thus 
ijjitntj = Id-. + Ijsincrit. 
The resistance of the 
lamp.^ however, is a 
function of the power 
in the lamp: 

2I^^_^JjSin m -f I| siuVi), 

Substitution of the identity 
I " cos 2wc 

2 
gives for the above 

2 

— I(* cof 2«t>. jjj 
2~ 
The term of interest here is the 
term 2Li-,lisin tut. This terra shows 
that, when the frequency of oscilla- 
tion becomes comparable with the 
thermal time constant of the lamp, 
the resistance of the lamp begins to 
vary at the fundamental frequency. 
When this "following" action be- 
comes sufficiently pronounced, the 
operation of the circuit is impaired 
and eventually the circuit does not 
operate at all. Further, the funda- 
mental frequency component of the 
current will intermodulate with this 
resistance variation to produce sec- 
ond harmonic (as well as higher 
order harmonics) in the voltage 
across the lamp. 

aAUAST LAMP IN BALANCED CiRCtllT 

Consider now the balanced oscilla- 
tor case where no d-c is passed 
through the lamp. Since I.]_. in equa- 
tion (1) is now zero, equation (1) 
becomes 

» ^ iK y-T) (^' 

Expression (2) shows that when no 
d-c is in the lamp the low^i fre- 
quency resistance variations are at 
twice the fundamental frequency. In 
other words, a lamp of given ther- 

©Copr. 1949-1998 Hewlett-Packard Co. 



mal time constant with no d-c can be 
operated to half the frequency of the 
same lamp with a sign i ft cant amount 
of d<. Further, the lamp introduces 
no second harmonic distortion, since 
there is no fundamental frequency 
resistance variation for the funda- 
mental component of current to in- 
ter modulate with. 

In the design of 'hp' R*C oscilla* 
tors the effect of d-c on the lamp's 
resistance has always been recog- 
nized and low values of d-c have al- 
ways been used where low- frequency 
performance was involved. The bal- 
anced R-C oscillator, however, af- 
fords a circuit in which the d-c can 
be eliminated completely. 

CAPACITOfI INSULAUON 

Examination of the frequency-de- 
termining network in both the sin- 
gle-ended and balanced oscillators 
(Figs, 1 and 2) will show that in both 
cases the rotor of the tuning capaci- 
tor must be insulated from ground. 
Further, at low frequencies the im- 
pedances in the frequency -deter min- 
ing network become very large so 
that the capacitor rotor is at a very 
high impedance to ground. Since 
the insulation resistance must be 
very high compared with any fre- 
quency- determining re- 
sistance which it shuncsn, the insula- 
tion must meet stringent require- 
ments. 

While the above consideration ap- 
plies to both the single-ended and 
balanced oscillator, the requirements 
in the balanced oscillator are of the 
order of 30 times less severe. This 
occurs because of the difference in 
signal level berw^een the tuning ca- 
pacitor rotor and ground in the two 
circuits. In the single-ended oscilla- 
tor the voltage from the rotor to 
ground is e/3 (Fig. 1), In the bal- 
anced oscillator, however, the rotor 
is nearly at ground. The voltage to 
ground is only that amount needed 
to provide drive for the grid of the 
ampliAer and this amounts to only 
e/2/i, where /& is the amplifier gain. 
Since e* the output voltage of the 
circuit, is approximately the same in 
the two cases, the voltage to ground 
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Fig, 3. Basic arrangement in balanced otitpui sfage for 
ohimning local positive feed hack. 

in the balanced case is reduced 
by the factor 3/2/;^. jti has a value 
in the order of 50 so that the signal 
voltage across the rotor insulation 
resistance is only about 3% of that in 
the single-ended case. The leakage 
current for a given rotor to ground 
insulation resistance will thus be 
only 3% as large as in the unbalanced 
case and the resulting disturbances 
will be proportionately reduced, 

ZERO OUTPUT Z AMPLIFIER 

The output stage of the oscillator 
is designed to have zero output im- 
pedance, a fact which offers several 
advantages in use. For one things the 




Fig, 4. Diagram shoufing how $tray capacities are formed 
into frequeticy-insensitive voltage divider. 



oscillator can be oper- 
ated into any finite 
load impedance with 
Httle reaction on the 
oscillator. It is thus un- 
necessary to use a sep- 
arate output amplifier 
merely for isolation 
purposes. For another 
thing, the output cir- 
cuit can be operated 
into an output trans- 
former of simplified 
design. 

Bode shows that the 
output impedance of 
an amplifier is 
„ _ _ (1 -- ^/?..J 

where /i^^, and ii^^c 
are the loop gains which exist when 
the amplifier output is short-cir- 
cuited and open-circuited, respec- 
tively, and 2,, is the output impe- 
dance in the absence of feedback* 

Examination of the above expres- 
sion shows that if the u/3,p term tti 
the numerator is made equal to 
unit>% the output impedance of the 
amplifier becomes zero. This will be 
trvie as long as the denominator has 
a finite value. To make^./?s,, equal to 
unity, It suffices to design the output 
stage of the amplifier so that its local 
feedback is + 1 wMth the output ter- 
minals (cathodes) shorted. 

Fig. 3 shows how the 
necessary feedback is 
supplied in the output 
stage of the balanced 
amplifier associated 
with the frequency* 
determining and am- 
plitude control circui- 
try described previ- 
ously. In this circuit 
positive feedback of 
the proper magnitude 
is obtained from each 
plate by cross-connect- 
ing to the opposite 
i"~ * control grids. The 

term p-^^^ for the out- 
put stage is automatic- 
aliy zero, since when 
the output is open-cir- 



cuited no local feedback occurs. Suit- 
able resistances are inserted in series 
with the output circuit so that 
the cathodes will never be short-cir- 
cuited in practice. This inserted re- 
sistance together with a twofold 
excess current capacit^-^ in the output 
tubes permits the circuit to be 
shorted if desired without affecting 
the oscillator or producing distor- 
tion in the resulting output current. 

To minimize the effect that the 
interstage capacities would have on 
wide-band feedback, these capacities 
are formed into a frequency- insensi- 
tive voltage divider in the positive 
feedback circuit of the output stage. 
How this divider is formed is iodi- 
cated in Fig. 4, The positive feed- 
back lead from one tube is connected 
to the screen grid of the opposite 
tube and to the frequenc>^-insensitive 
vultage divider. The control grid is 
connected to the intermediate point 
on the divider. 

The capacitive arms of the volt- 
age divider consist of the control 
grid-screen grid capacity of the out- 
put tube and the interstage capac- 
it^-^ to ground. The resistive arms 
consist of a special resistance in- 
serted between the control and 
screen grids and the interstage resist- 
ance to ground. By this means posi- 
tive feedback is applied to both the 
screen and control grids of the out- 
put tubes while constructive use is 
made of parasitic capacities. At very 
high frequencies where cathode to 
ground capacity might effectively 
short the output cathode and allow 
the stage to osciUate or be only mar- 
ginally stable, the positive feedback 
is reduced by plate to ground ca- 
pacities Cp. 

The complete circuit also includes 
other simple circuit elements which 
flatten the frequency^ response of the 
first stage. One of these is the peak- 
ing inductance shown connected in 
the voltage divider in Fig, 4, Since 
the ends of this inductance are at 
equipotential points as far as the 
feedback voltage is concerned^ the 
inductance has no effect on the di- 
viding action. „ ,. ^. 

^ -R At Oliver 
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